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The MS-200 is a battery operated portable membrane inlet time of flight mass
spectrometer. This technique allows semi continuous real time in-situ analysis of VOCs
in gaseous samples.

The talk will describe some of the features and design considerations, working principles
of the inlet system and the mixture analysis software. Application data and limitations of
the technology will be discussed.



